



Copyright and moral rights for the publications made accessible in the public portal are retained by the authors and/or other copyright 
owners and it is a condition of accessing publications that users recognise and abide by the legal requirements associated with these rights. 
 
 Users may download and print one copy of any publication from the public portal for the purpose of private study or research. 
 You may not further distribute the material or use it for any profit-making activity or commercial gain 
 You may freely distribute the URL identifying the publication in the public portal 
 
If you believe that this document breaches copyright please contact us providing details, and we will remove access to the work immediately 
and investigate your claim. 
  
 
   
 
 
Downloaded from orbit.dtu.dk on: May 03, 2019
High-precision natural dose rate estimates through beta counting
Cunningham, Alastair C.; Murray, Andrew S.; Armitage, Simon J.; Autzen, Martin
Published in:
Radiation Measurements





Publisher's PDF, also known as Version of record
Link back to DTU Orbit
Citation (APA):
Cunningham, A. C., Murray, A. S., Armitage, S. J., & Autzen, M. (2018). High-precision natural dose rate
estimates through beta counting. Radiation Measurements, 120, 209-214.
https://doi.org/10.1016/j.radmeas.2018.04.008
Contents lists available at ScienceDirect
Radiation Measurements
journal homepage: www.elsevier.com/locate/radmeas
High-precision natural dose rate estimates through beta counting
Alastair C. Cunninghama,b,c,∗, Andrew S. Murraya, Simon J. Armitaged,e, Martin Autzenb
aNordic Laboratory for Luminescence Dating, Department of Geoscience, Aarhus University, Risø Campus, DK-4000, Roskilde, Denmark
b Center for Nuclear Technologies, Technical University of Denmark, Risø Campus, DK-4000, Roskilde, Denmark
c School of Earth & Environmental Science, University of Wollongong, Wollongong, 2522, NSW, Australia
d Centre for Quaternary Research, Department of Geography, Royal Holloway, University of London, Egham, Surrey, TW20 0EX, UK
e SFF Centre for Early Sapiens Behaviour (SapienCE), University of Bergen, Post Box 7805, 5020, Bergen, Norway
A B S T R A C T
The beta-particle emission from a sediment or rock sample can be measured very precisely using beta-counting
instruments. The observed count rate is largely a function of the radionuclide concentration in the sample, so has
the potential to provide a precise estimate of the natural radiation dose rate. However, the count rate is also
sensitive to the attenuation of beta particles in the sample, and the relative proportions of the diﬀerent radio-
nuclide sources. Here we devise a correction for the self-attenuation eﬀect using dilution analysis, and show that
imprecise prior knowledge of radionuclide activity is suﬃcient for calculation of an accurate combined beta-
plus-gamma dry dose rate. The method is tested on a selection of archive samples, and compared with results
from high-resolution gamma-spectrometry. We show that with counting uncertainty ∼2%, and calibration
uncertainty ∼2%, the total random uncertainty of the beta-plus-gamma dry dose rate is less than 3%. For most
natural sediments, this level of precision equal to, or better than, that obtainable with other methods.
1. Introduction
Trapped-charge dating methods are in common use in earth science and
archaeology for dating sediment, rock surfaces and artefacts. These methods
seek to determine the radiation dose absorbed by a natural dosimeter
(usually grains of quartz or feldspar) since they were last buried, using some
variety of luminescence or electron spin resonance measurement. The age of
the sample is estimated by dividing the laboratory estimate of the absorbed
dose (the equivalent dose, De) by the rate that radiation was absorbed
during the burial period (the dose rate,
∘D).
Given the importance of
∘D in the age equation, an accurate and
precise estimate of the dose rate is essential for all these dating
methods. Most estimates of the dose rate are derived from the measured
mass or activity concentrations of K, U and Th (and/or progeny). These
concentrations are obtained from one or more of several analytical
techniques, including Inductively Coupled Plasma Mass Spectrometry
(ICP-MS), high-resolution gamma spectrometry (HRGS) or Neutron
Activation Analysis (NAA). Concentrations are then converted to the
‘inﬁnite-matrix’ dose rate (i.e. the dose rate assuming that, within the
volume of interest, all energy released is absorbed) using conversion
factors which are sums of the total energy released following each
parent disintegration (e.g. Guérin et al., 2011).
While it is normal to ﬁnd that published De measurements are
provided together with in-lab quality control (e.g. dose recovery test,
pre-heat plateau), it is rare to ﬁnd such validation steps for dose rate
measurements. In fact the reproducibility of dose rate estimates be-
tween laboratories is poor, as shown in a recent inter-comparison
(Murray et al., 2015), and there is little information about the absolute
accuracy of such measurements. In that study a homogenised sample of
beach-ridge sand was dated by diﬀerent luminescence laboratories
around the world. With each laboratory determining the dose rate in-
dependently, using various measurement techniques, the relative
standard deviation (RSD) of 20 dry dose rates was 12%. Variability in
the radionuclide estimates were much larger, with overall RSD of 15%
for potassium, 22% for uranium, and 59% for thorium.
An alternative approach to determining mass or activity con-
centrations is to use some form of integral particle or photon counting.
Beta (and alpha) counting methods do not diﬀerentiate the source
particles by energy, so cannot easily be used to estimate the individual
radionuclide activities. Instead, all particles that produce a pulse that
exceeds some threshold are detected, so that the observed count rate is
some function of the combined activity concentration of all radio-
nuclide sources. With discrimination between energy sources, such in-
tegral counting instruments are capable of extremely high-precision
measurements (e.g. Sanderson, 1988). A low-level beta counter has
been available from Risø for many years, based on a set of 5 thin-
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window Geiger-Müller counters with a common anti-coincidence guard
(Bøtter-Jensen and Mejdahl, 1985). Using this instrument, a typical
sample might provide a net beta count rate of ∼200 counts per hour.
With ﬁve sub-samples measured simultaneously for 24 h, the relative
standard error on the count rate will be 0.65%.
However, the beta count rate is not a simple function of the sample
dose rate. Assuming the decay chains are in equilibrium, the beta count
rate will be mainly dependent on:
• The sensitivity of each detector
• The background count rate
• The self-attenuation within each sample (a function of the average
stopping power)
• The relative proportions of the radionuclide sources
If all these factors were correctly accounted for during measurement
or analysis, then the beta count rate could be used to estimate the
present-day dry dose rate in the sample with a random uncertainty
equal to the counting precision of the instrumental measurement (i.e.
better than 1%). If it were reasonable to assume the decay chains to be
in secular equilibrium, this level of precision would be equal to, or
better than, that provided by the best alternative method. In this paper,
we describe an approach that aims at this target. We describe the ra-
tionale behind the study, discuss how to account for the self-attenuation
of a sample, and show that the conversion from count rate to dose rate
is most precise when combined with some prior information on the
radionuclide composition. The protocol is tested on 11 samples which
have paired measurements obtained from high resolution gamma
spectrometry (HRGS).
2. Rationale
If all sources of measurement error have been accounted for (see
below), the observed beta count rate is dependent only on the activity
concentrations of the radionuclides. The dose rate





where b is the sample count rate (ks−1), and q is the count rate con-
version factor ks−1/(Gy ka−1). The value of q is unique to each sample,










where p is the proportion of the dose rate derived from the radionuclide
source (i=[K, U, Th]), and w is the count-rate conversion factor for
each isotope at the speciﬁc activity in the given source (ks−1/(Gy
ka−1)). w can be determined from measurements of standards (see
section 3.3 and Table 1). The radionuclide proportions, p, are unknown
and must be estimated.
In order to deﬁne q, we must use prior information on the radio-
nuclides, i.e. we must already know at least the relative activity con-
centrations in the sample. If these concentrations are already well-
known, then there is, of course, no need for beta counting. But we show
below that even poorly known activities can lead to accurate beta count
conversion to dose rate, with its associated additional beneﬁt of high
precision. Consider ﬁrst a hypothetical measurement of the Skagen
inter-comparison sample (Murray et al., 2015). Suppose that the ob-
served inter-lab mean of the 40K (333 Bq kg−1), 238U (5 Bq kg−1) and
232Th (3.9 Bq kg−1) activity concentrations are accurate. The inferred
total beta and gamma dose rate, using the conversion factors of Guérin
et al. (2011) is 1.28 Gy ka−1, and the beta count rate we would observe
(with the instruments described here, calculated using Table 1) is 37.6
ks−1. To derive the dose rate from the beta count rate, we use the
known concentrations to evaluate p and hence q and
∘D, and obtain–of
course–a perfect dose-rate estimate of 1.28 Gy ka−1. However, suppose
instead that the prior estimate of 40K underestimates the true value by
20%, with 238U and 232Th activities still correct. The inferred dose rate
derived directly using the conversion factors of Guérin et al. (2011) is
now 1.06 Gy ka−1, a 17% underestimate of the true value. However, if
the erroneous activities are used instead to derive a revised beta-
counter count rate conversion factor q via equation (2), then the dose-
rate estimate based on beta counting is 1.30 Gy ka−1, only a 1.3%
overestimate of the true value. Remarkably, the beta-counter-derived
dose rate has an almost negligible error, even though the count-rate
conversion factor was derived using erroneous activity estimates.
This eﬀect comes from transforming the raw activity concentration
into relative proportions, creating an anti-correlation in the calculation
of q. If the count rate expected from one source is wrong (e.g. p1 is
underestimated), the eﬀect on q will be partially cancelled out by im-
plicit overestimates of the other sources (p2 and p3). The portion of the
error that is cancelled out will depend on the similarity of the wi, the
radionuclide-speciﬁc calibration factors (Table 1), so depends on
whether we are interested in the beta, gamma, or beta and gamma dose
rates.
We can explore the issue further using simulations of the error
transformation (Fig. 1). We ﬁrst specify the activity of 40K, 238U, and
232Th for a representative range of samples, which we take from 344
samples measured with HRGS and summarised by Ankjærgaard and
Murray (2007); these values are treated as known. For each sample, we
create a ‘measured’ set of activities (40K, 238U, and 232Th) by drawing
values from a normal distribution with a mean of the known activity
and standard deviation of 10%. The directly converted dose rates (using
the Guérin et al. (2011) conversion factors) are shown in Fig. 1a–c,
normalised to the known dose rates. The 10% randomisation of each
radionuclide leads to ∼7.5% uncertainty on the calculated beta-plus-
gamma dose rate (Fig. 1c) when derived directly from concentrations,
and similar for the beta and gamma dose rates separately (Fig. 1a and
b). The lower two rows of Fig. 1 show the simulated beta-counter dose
rates. In Fig. 1d–f, these are calculated by using the same count-rate
conversion factor q for each sample (i.e. using a single, typical, sample
to calibrate all other samples– determined here by the average of all
344 samples). When predicting the beta dose only, the error introduced
is very modest (RSD=2.2%), due to the similarity of the radionuclide
conversion factors (Table 1, column 1). When predicting the gamma or
beta-plus-gamma dose rate, a much larger error is introduced (∼18%
and∼8%, respectively). In contrast, Fig. 1g–i shows the eﬀect of using
a sample-speciﬁc count-rate conversion factor (q), after plugging the
erroneous activity estimates into equation (2). The beta dose rate is
very precise (RSD=0.4%), and the RSD in the combined beta-plus-
gamma dose rate is just 1.5%.
Table 1
Calibration count rates by radionuclide source (K, U, Th), for a Riso GM-25-5
low-level gas-ﬂow multicounter, calculated from measured count rates of
standards (section 3.3) and the conversion factors of Guérin et al. (2011). Count
rates have been corrected for stopping power, and normalised to the sensitivity
of a single, speciﬁc, detector.
Source Counts ks-1/(Gy ka-1)
β γ +β γ
K 41.2 ± 0.7 132.1 ± 2.3 31.4 ± 0.5
U 33.8 ± 0.7 44.2 ± 0.9 19.2 ± 0.4
Th 35.1 ± 0.6 20.3 ± 0.4 12.9 ± 0.2




The measurement apparatus is a Risø GM-25-5 low-level gas-ﬂow
multicounter (Bøtter-Jensen and Mejdahl, 1985). Most measurements
were carried out on two instruments, although several instruments were
used in total. Each instrument has ﬁve GM detectors, which may have
diﬀerent sensitivities and background count rates. The background
count rates were measured using samples of pure wax (see below), over
∼65 h, and range from 2.2 to 4.2 ks−1. The relative sensitivity of each
detector was assessed using (relatively) high activity samples – a set of
99Tc sources, and some of the standards described below. Detector
sensitivities vary by ∼40%; the oldest instrument (detectors 1–5) has
detectors of the lowest and most variable sensitivity (Fig. 2). For all
subsequent measurements, the observed count rates are corrected for
the detector background and sensitivity.
Sub-samples are prepared by mixing powdered sample with a high-
viscosity wax (Bottle wax, blend 1944, British Wax Reﬁning Company).
The mixing takes place on a hot plate; the hot mixture is pasted into a
cool mould and the excess is removed. Embedding the samples in wax
has several purposes: it prevents radon gas from escaping, provides
identiﬁable and re-measureable sub-samples with an indeﬁnite storage
lifetime, and permits the stopping-power correction described below.
3.2. Stopping power
The number of beta particles reaching the detector is aﬀected by the
self-attenuation of the sample. By design, the sample depth (5mm) is
inﬁnitely thick with respect to the range of beta particles in the sample
material (∼2mm). In consequence, for a given atomic number, the
sample density has no eﬀect on the count rate: for a given activity (Bq
kg−1), a denser sample will stop more beta particles from reaching the
detector, but will also contain more sources within the sample volume–
eﬀects which cancel out exactly. However, the attenuation of beta
particles is also dependent on the atomic number of the material, and
this can be illustrated with a Monte Carlo simulation (Fig. 3). Using
Geant4 (Agostinelli et al., 2003; Allison et al., 2006), we simulated 40K
disintegrations in a source region identical to the sample geometry
Fig. 1. Simulation showing the eﬀect of prior information on the beta-counter derived dose rates. Top row: known radionuclide activities have been randomised by
10% each; the beta, gamma and beta-plus-gamma dry dose rates are calculated directly via conversion factors, and normalised to the known dose rate. Middle row:
simulated beta-counter derived dose rates using a single count-rate conversion factor for all samples (i.e. calibrating against a ‘typical’ natural sediment). Bottom row:
beta-counter derived dose rates calculated using a sample-speciﬁc count rate conversion factor, determined from the imprecise radionuclide estimates.
RSD= relative standard deviation. Simulations do not include any other sources of error (e.g. counting statistics).
Fig. 2. Sensitivity and background measurements on two instruments, each
with ﬁve detectors. From this data, detector-speciﬁc corrections are applied to
subsequent measurements.
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(cylinder of 25mm diameter and 5mm depth). The sample material
was speciﬁed as a pure element from hydrogen to potassium, and
sample density was ﬁxed at 2.66 g cm−3 to maintain the inﬁnitely thick
source. The count rate was deﬁned by the number of electrons leaving
the upper surface of the cylinder. Two main trends can be seen; an
increase in the count rate for sample materials beyond hydrogen,
caused by the increase in relative beta scattering; second, a decrease in
the count rate with atomic number, due to the Z-dependency of in the
beta stopping power equation.
The Z-dependence of stopping power means that the count rate from
a sample is sensitive to its elemental composition. Although clastic se-
diment and rocks are composed chieﬂy of O and Si, there can be large
diﬀerences in the proportions of other major elements—e.g. Al, Ca, Na,
Fe, K. Note, however, that the wax composition is about 15% H by
mass, with the rest C, and so the count rate given a pure wax stopping
power will be less than for the pure sample for most clastic sediment or
rock. Moreover, the wax composition is consistent between samples. To
remove the eﬀects of the stopping-power diﬀerences between samples,
we need only normalise to pure wax, i.e. estimate the sample count rate
that would be observed if the sample composition was the same as wax.
This can be achieved by varying the proportion of the wax-sediment
mixture; the observed count rates are then corrected for activity (di-
vided by the proportion of sediment, x), and plotted against x (Fig. 4). If
a dependence on x can be seen, then the stopping power of the sediment
diﬀers from that of the wax. When the data is ﬁtted with a linear
function: (3)
= +y ax b (3)
then b is the inferred count rate (ks−1) from the sample, normalised to a
pure wax matrix, and is independent of the sediment stopping power; b
can then be used to calculate the dose rate via equation (1). In addition,
the relative gradient of the trend can be used to investigate diﬀerences
in stopping power between samples. A useful statistic for this purpose is
given by y(x=1)/y(x=0), i.e. the inferred count rate for the pure sample
compared to the inferred count rate for wax of the same activity. When
x is expressed as a proportion, this statistic equates to (a+b)/b. Here,
we evaluate the ﬁt with a Bayesian routine written with Stan (Carpenter
et al., 2017) that allows for overdispersion in the data, provides an
estimate of uncertainty for b, and accounts for the correlated un-
certainties in the calculation of the stopping-power statistic.
3.3. Radionuclide calibration
Source calibration can be performed using recognised standards or
isometric substances. We used pure K2SO4, a uranium ore (NRCAN BL-
5) mixed with quartz sand, and Th(NO3)4 .4H20 mixed with quartz
sand. The uranium ore has a well-deﬁned U activity, and is known to be
in secular equilibrium down to 226Ra (https://www.nrcan.gc.ca/
mining-materials/certiﬁed-reference-materials/certiﬁcate-price-list/
8115); mixing with wax guarantees full 222Rn retention. The thorium
nitrate was synthesised several decades ago and so equilibrium is as-
sured. Count rates for the standards were determined using the same
measurement procedure as the samples, i.e. wax-embedded and stop-
ping power corrected. The known activities and the conversion factors
of Guérin et al. (2011) were used to derive the count rate per Gy ka−1
(Table 1).
4. Results
Eleven samples were selected from the NLL archives, covering a
range of dose rate, location and depositional setting. For one sample,
the measurement procedure was repeated six times (Fig. 5). The mean
stopping-power corrected count rate for this samples is 107 ks−1, with a
relative standard deviation of 1.9%. The overdispersion in the de-
trended sub-sample count rates is 2.4%. For the 6 replicates, the esti-
mated uncertainty on b ranges from 1.6% to 2.2%. We can be conﬁdent,
therefore, that the extrapolated count rate estimate is very precise
(1.9% measured RSD), and that the estimate of the uncertainty is also
accurate.
For each of the 11 samples, the beta-plus-gamma dry dose rates
have been derived from the beta count rates using three choices of prior
information, then compared to HRGS-derived dose rates (Fig. 6).
• Method 1: Prior information from the relative proportions of the K,
U, Th sources, as determined by HRGS (Fig. 6a and b). This re-
presents the maximum amount of prior information. The un-
certainties plotted in Fig. 6 are derived purely from the beta count
rate. The ratios have an overdispersion of 2.8%, part of which must
be accounted for by random uncertainty in the HRGS measurements.
• Method 2: Prior information uses only the 40K activity concentra-
tions, taken from the HRGS data, from which the relative proportion
of K, U, Th are estimated (Fig. 6c and d). We assume equal con-
tributions of U and Th to the beta-plus-gamma dose rate, which is
reasonable in most cases. The ratio of method 2 to method 1 has
Fig. 3. Z-dependence of the beta count rate for a 40K source, simulated using
Geant4. Sample material is the pure element, with ﬁxed, arbitrary density.
Fig. 4. Count rates for 10 samples measured by varying the sediment-wax
proportions between sub-samples, with count rates corrected for the proportion
of sediment in each. The extrapolated y-intercept is independent of stopping
power, and used to deﬁne the count rate b (eq. (2)).
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relative standard deviation (RSD) of 2.1%; i.e. the cost of using
method 2 is a 2.1% increase in uncertainty, compared to the ideal
method 1.
• Method 3: Prior information uses approximate 238U and 232Th ac-
tivities measured using an alpha counter, from which the relative
proportions of the three sources are estimated (Fig. 6e and f). The
ratio of method 3 to method 1 has RSD=2.3%; i.e. it results in a
2.3% increase in uncertainty above the ideal method 1.
Note that for all methods, the prior activities are expressed as the
proportion of the dose rate that can be expected from each source, and
then plugged into equation (2).
5. Discussion
Random errors in the estimated dose rate represent one of the major
sources of uncertainty in luminescence dating. The uncertainty esti-
mates of mass concentrations are rarely published, but we can guess
that the random uncertainty on the dose rate exceeds 5%. High-re-
solution gamma spectrometry is probably the most precise method of
analysis. Murray et al. (2015) obtained a dose rate RSD of 6.2% for 20
separate subsamples of the inter-comparison sample, measured over
three detectors. However this was a relatively low radioactivity quartz
rich-sand; using a single detector on a higher activity loessic material,
the variance can be lower, with RSD around 3% (e.g. Hossain et al.,
2002). However, HRGS instruments are not typically available in OSL
laboratories, and if activity concentration estimates are obtained ex-
ternally (from ICP-MS, NAA etc.) then the opportunities to validate the
results, or quantify the uncertainties, may be limited.
Using the procedure described here, beta counting instruments
provide a means of obtaining high-precision dose rates at relatively low
cost. The maximum obtainable random precision on the dry dose rate is
limited by the counting uncertainty. Given a practical measurement
time of 24–48 h, this will typically be ∼2%. The conversion of count
rate into dose rate involves some additional uncertainty, but using prior
information this can be kept very low. The simulations suggest it can be
reduced to ∼1.5% (Fig. 1i); measurements here on 11 samples show
the additional uncertainty is ∼2%. Added in quadrature, the total
random uncertainty should then be less than 3% – comparable to, or
better than, the best alternative (HRGS). Imprecise prior knowledge of
either the 40K (method 2) or 238U and 232Th (method 3) activities is
suﬃcient, and can be obtained cheaply—e.g. ﬂame photometry for K,
or alpha counting for U and Th.
Without prior information on the relative strength of the sources
(proportions of K, U, Th), a common calibration factor must be applied
to all samples. The common calibration is reasonably accurate when
predicting the beta dose rate (Fig. 1d), because the source calibration
Fig. 5. Reproducibility estimate of the stopping-power correction procedure.
Six batches of varying wax/sample mixture were prepared for one sample, each
plotted here in diﬀerent colours. The relative standard deviation in the cor-
rected count rate (i.e. the y-intercept) is 1.9%. (For interpretation of the re-
ferences to colour in this ﬁgure legend, the reader is referred to the Web version
of this article.)
Fig. 6. Beta-plus-gamma dose rates estimated for 11 natural sediment samples, compared with HRGS measurements (top row), and plotted as a ratio (bottom row).
(a–b) Prior proportions of K, U, Th sources determined by the HRGS measurements. (c–d) Prior proportions estimated using only the HRGS 40K activity. (e–f) Prior
proportions estimated from approximate 238U and 232Th activities from alpha counting. Error bars display only the random uncertainty in the beta count rate.
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factors are fairly similar (Table 1; and Bøtter-Jensen and Mejdahl, 1988;
Ankjærgaard and Murray, 2007). For this reason, current use of the beta
counter in OSL dating is restricted to beta dose rate estimation only.
While measurement details are rarely provided, we presume that most
laboratories evaluate the beta dose rate of a sample by comparing its
count rate with a reference material (Mauz et al., 2002; Jacobs and
Roberts, 2015). This method assumes, in addition to a common cali-
bration factor, that the stopping power of the sample is the same as that
of the reference material. Of the 11 samples measured here, the range of
calibration count rates is 38.3–40.6 ks−1/(Gy ka−1) of beta dose, and
the range in the stopping-power statistic is 1.09–1.24. Use of a re-
ference material could then lead to an error of up to 6% due to relative
source-strength diﬀerences, and up to 15% due to stopping power dif-
ferences; an error in the beta dose rate of over 20% is then possible.
This error might be largely systematic within any one site—because
elemental composition may be similar— leading to a precise but in-
accurate chronology.
The use of a combination of alpha counting and beta counting is
now very compelling, provided that the alpha count rates are used as
prior information to calibrate the beta count rate. In principle, alpha
counting alone is a very precise means of estimating the combined beta
and gamma dose rate from U and Th sources, thanks to some fortuitous
anti-correlations in the uncertainties. Using the pairs method (see
Aitken, 1985), the estimated 232Th activity is rather imprecise, because
the slow-pairs count rate is very low and random pairs must be con-
sidered. However, the 238U activity is estimated by subtracting the in-
ferred 232Th alpha count rate from the total alpha count rate, so any
error in the 232Th activity is largely cancelled out by an opposite error
in the estimated 238U activity. A second anti-correlation occurs through
the conversion of 238U and 232Th activities into dose rate. The dose rate
from 238U is dominated by the beta component, while that from 232Th is
dominated by the gamma component; the beta and gamma dose-rate
uncertainties are therefore anti-correlated, and the combined beta-plus-
gamma dose rate is more accurate than might otherwise be expected.
Finally, the use of 238U and 232Th activities as prior information exploits
a further anti-correlation in the beta-counter calibration: by expressing
the priors as a proportion, an error in the U plus Th dose rate estimate is
partly cancelled by an opposite error in the inferred 40K activity.
The anti-correlations in alpha and beta counting contrast with the
correlated uncertainties when deriving the dose rate from activity es-
timates (via HRGS, ICP-MS. etc). In that case, an error in an activity
estimate causes an error in both the beta and gamma dose rates, in the
same direction. For simplicity, standard procedures for estimating the
dose rate uncertainty from such concentration measurements usually
presume that these two components (beta and gamma dose rates) are
independent (i.e. uncorrelated), and so can be added in quadrature. The
random dose rate uncertainty is then slightly underestimated (typically,
by about 20%). Unlike spectroscopic methods, however, beta counting
cannot provide information on the present-day state of secular equili-
brium. When using beta counting methods for dose-rate estimation, it is
implicitly assumed that the state of equilibrium in the sample is the
same as the radionuclide standards, and that this condition has pre-
vailed throughout the burial period. For sediments, this is most relevant
for the U-series, in which secular disequilibria may sometimes occur.
The radionuclide standard for the U-series employed here is known to
be in secular equilibrium, so the dose-rate estimates also presume se-
cular equilibrium in the samples. It should also be noted that beta-
counting methods oﬀer no direct information on the alpha dose rate,
which may contribute a signiﬁcant component of the total dose rate to
ﬁne or non-etched grains.
Random errors also occur in the measurement of water content, and
in the measurement of equivalent dose. Under favourable conditions,
both sources should be expected to add 2–3% to the age uncertainty.
There are also a number of systematic errors in luminescence dating,
mostly related to dose rate estimation. These are more diﬃcult to
quantify than random uncertainties, but a summary of their probable
magnitude was made by Murray and Funder (2003). They are chieﬂy
related to the measurement of saturation water content, the calibration
of instruments, and conversion of mass-concentrations to dose rate.
Added in quadrature, the systematic uncertainties sum to ∼5.5%. It is
clear that using the beta counter to reduce the random uncertainties
to< 3% is highly beneﬁcial, and would leave the systematic errors and
the water content as the major sources of uncertainty in luminescence
ages.
6. Conclusion
Beta counting instruments are simple to use and relatively cheap,
and provide a very high precision beta count rate for a sediment
sample. Using the procedure described here, the count rate can be used
to estimate the dry beta and gamma dose rate in natural sediment, with
random uncertainty< 3%. This procedure includes a means of cor-
recting for self-attenuation via dilution analysis, and requires prior in-
formation on the relative strength of the radionuclide sources (K, U,
Th). The prior knowledge need not be well known, and so can be ob-
tained very easily by a number of methods.
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